Surface structure of unused and used catheters. A scanning electron microscopic study.
The surface structure of different catheter materials was investigated by scanning electron microscopy. Two catheter types were also examined after long-term use in three patients with chronic urinary tract infection. It was found that the amount of salt encrustation was more pronounced the higher the degree of catheter surface roughness.